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Chapter  1 
INTRODUCTION 

The  environmental  test  facilities  of  the  Environment 
Simulation  Division,  Environmental  Evaluation  Department  are 
all  located  on  the  Naval  Ordnance  Laboratory  base  at  White 
Oak,  Maryland,  mostly  In  Building  20,  figure  1.  Procurement 
of  the  facilities  began  during  World  War  II  while  the  Labora¬ 
tory  was  located  at  the  Naval  Gun  Factory  In  Washington,  D.C. 

Some  of  the  facilities  have  been  obtained  commercially 
as  stock  Items,  some  have  been  built  on  contract  from  NOL 
designs  and  others  have  been  designed  and  built  at  NOL.  Many 
are  unique  in  their  principle  of  operation,  capacity,  or 
performance . 

Most  of  the  shock  test  facilities,  except  those  known 
as  "launchers",  are  described  In  N0LR-i056.  Heretofore,  no 
report  on  kll  the  environmental  test  facilities  of  the  Division 
has  been  available. 

Because  of  Its  comprehensive  nature  It  is  Impracticable 
to  Include  In  this  report  more  than  the  most  general  description 
of  the  principles  of  operation  and  design.  Emphasis  Is  placed 
on  presenting  significant  and  Important  facts  regarding  the 
basic  principles,  capacity,  and  application  of  the  facilities 
rather  than  completeness  of  detail.  It  Is  hoped  that  the 
description  of  the  test  facilities  will  be  Interesting  and 
valuable  even  to  persons  who  are  not  well  versed  In  environ¬ 
mental  testing. 

Reference  is  given  to  other  reports,  where  available, 
on  specific  facilities.  The  facilities  are  presented  roughly 
by  group  areas,  figure  2,  where  the  facilities  are  located. 

The  negative  file  number  assigned  by  the  Photographic  Division 
appears  on  most  of  the  photographs. 

Other  environmental  test  facilities  are  In  use  in  the 
Laboratory  In  areas  outside  the  Environment  Simulation  Division. 
Examples  are  wind  tunnels,  aeroballistlc  ranges,  sources  of 
radiation,  the  mine  tank,  and  facilities  used  by  the  Operations 
Division  of  the  Air  and  Surface  Evaluation  Department  for 
safety  tests  of  small  explosive  or  pyrotechnic  components. 

These  az*e  outside  the  scope  of  this  report. 
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FIG.  I  ORDNANCE  ENVIRONMENTAL  LABORATORY.  BLDG.  20 

NOL,  WHITE  OAK 
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EI^VIRONMENT  SIMULATION  DIVISION 


TECHNICAL  STAFF 

NATURAL  ENVIRONMENT  GROUP 

Engineering  of 
facilities  and 

Temperature,  humidity,  and 
altitude  chambers 

design  support 

Ocean  water  tank 

Radiant  heat 

SHOCK  GROUP 
Air  Guns 
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Centrifuges 
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VIBRATION  GROUP 
VI\)ration  exciters 
Package  testing 
facilities 


PRESSURE  GROUPS 
Pressure  and 
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Leak  detection 
facilities 
Salt  Spray  Cabinet* 


'  Technically,  pressure  Is  a  natural  environment, 
but  the  Pressure  Group  la  a  distinct  unit  In  the 
Division  organization. 

•  Corrosion  testing  is  performed  by  the  Pressure 
Group,  although  corrosion  Is  the  insult  of  the 
natural  environment. 


Pig.  2.  Facility  Location  In  the 
Environment  Simulation  Division 
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Chapter  2 

NATURAL  ENVIRONMENT 
TEMPERATURE,  HUMIDITY.  AND  ALTITUDE 

The  temperature  test  is  the  most  widely  used  of  all 
environmental  tests  and  the  chamber  for  maintaining  the  test 
temperature  Is  the  most  common  Item  of  test  equipment.  Almost 
any  test  requirement  can  be  met  from  the  variety  of  chambers 
on  hand.  The  temperature  range  for  most  chambers  is  -100  to 
200®P.  Ovens  are  used  for  higher  temperatures.  Means  for 
controlling  the  humidity  and  simulated  altitude  are  built 
In  to  some  of  the  chambers.  Special  arrangements  are  made  as 
shown  to  simulate  aerodynamic  heating. 


Fig.  3*  NOL  Walk-in  Climatic  Chamber 

This  chamber,  the  largest  of  its  kind  in  the  Laboratory, 
has  usable  space  8  1/2  ft  wide  by  8  1/2  ft  high  by  30  ft  long. 
There  la  a  full  opening  hydraulically  elevated  door  at  each 
end;  a  removable  partition  at  midlength  provides  two  separate 
14  1/2 -ft -long  chambers  which  may  be  operated  independently 
of  each  other  at  different  temperatures .  The  temperature  may 
be  controlled  over  the  range  -100®P  to  200“P  and  the  relative 
humidity  from  20^  to  9^  above  40®P.  Observation  windows, 
communication  ports,  and  thermocouple  connections  facilitate 
remote  control,  operation,  measurement,  and  visual  observation. 
Entrance  locks  for  each  chamber  allow  entry  and  exit  of 
personnel  during  tests  without  disturbing  chamber  conditions. 
Heated  cold  weather  suits  and  ventilated  hot  weather  suits  are 
available  for  personnel  to  wear.  The  temperature  and  relative 
humidity  in  each  chamber  may  be  automatically  raised  or 
lowered  at  a  variable  rate  by  the  use  of  a  pattern  controller. 

Manufacturer:  Arthur  E.Magher  Company 

Location:  Room  20 -1*^8 
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Pig.  4.  Temperature,  Humidity,  and  Altitude  Chambers 
Many  chambers  are  available  for  conditioning  and  storing 
ordnance  at  temperatures  ranging  from  -100*P  to  300 “P  with 
automatic  control .  Most  have  means  for  varying  the  relative 
humidity  through  the  range  20^  to  95^  at  temperatures  above 
40**P.  Altitude  may  be  simulated  in  some  of  the  chambers. 
Typically,  a  degree  of  vacuum  corresponding  to  an  altitude  of 
100,000  ft  la  attainable  In  10  min.  The  typical  size  of  the 
work  space  la  30  x  30  x  30  In.;  one  larger  chamber  has  work 
apace  36  x  36  x  84  In.  Ovens  are  available  for  hot  storage 
testa  at  controlled  temperature  up  to  500**?.  All  chaimbers 
except  the  Walk-In  Chamber  and  some  ovens  are  commercial 
models . 

Location;  Room  20 -158 
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Fig.  5.  Radiant  Heating  Test  Facility 
Aerodynamic  heating  of  missiles  Is  simulated  by  means  of 
an  array  of  heat  lamps  which  surround  the  specimen  and  radiate 
heat  to  It.  The  number  of  lamps  and  the  spacing  are  determined 
and  set  up  for  each  particular  test. 

A  three-channel  DATATRAC  unit  Is  Installed  for  controlling 
the  current  supplied  to  the  heat  lamps.  The  temperature  may 
be  programmed  from  a  curve  drawn  on  the  rotating  drum.  The 
power  capacity  of  the  equipment  for  each  channel  Is  210  KVA  but 
at  the  time  of  this  report  the  total  available  capacity  Is 
only  300  KVA. 

Location:  20-158 
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IMMERSION 

Fig.  6.  Ocean  Water  Immersion  Tank 

This  tank  holds  25,900  gallons >  Is  located  Indoors 
adjacent  to  the  Walk-In  Climatic  Chamber,  and  has  several 
functions  as  follows: 

1 .  Provides  a  convenient  Indoor  means  for  observing 
actuation  and  performance  of  ordnance  at  depths  up  to  15  ft. 

2 .  Contains  water  at  controlled  temperature  for  thermal 
shock  and  heat  transmission  tests. 

3.  Provides  a  reservoir  of  water  at  controlled  temperature, 
when  such  Is  required,  for  the  8  x  30  ft  Horizontal  Pressure 
Vessel . 

4.  Provides  a  facility  for  immersion  tests  to  determine 
susceptibility  to  corrosion  In  sea  water. 

The  tank  Is  rectangular,  38  ft  long,  and  8  1/2  ft  wide. 

The  depth  Is  15  ft  for  one -half  the  length  and  9  ft  for  the 
other  half.  Observation  windows  are  built  Into  the  walls 
and  portable  underwater  lights  are  available.  The  water  may  be 
recirculated  through  temperature  conditioning  equipment  and 
may  be  agitated  within  the  tank  to  maintain  any  temperature 
within  the  range  40-l00*P  to  within  1*?  at  any  point  In  the 
tank.  Either  fresh  water  or  synthetic  sea  water  may  be  used. 

Location:  Assembly  Area  Building  20 
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CORROSION 


Two  types  of  laboratory  tests  are  used  In  the  Division  to 
determine  susceptibility  to  corrosion  and  deterioration  from 
exposure  to  sea  water  or  the  atmosphere.  These  are  salt  spray 
and  Immersion  tests.  In  addition,  arrangements  can  be  made  for 
uncontrolled  long-term  atmospheric  exposure  at  selected  field 
locations.  Desert,  tropical,  marine,  arctic,  and  local 
environment  can  be  provided. 

A  description  of  the  Salt  Spray  Cabinet  Is  given  In 
Figure  7.  Immersion  tests  are  carried  out  in  a  suitable 
vessel,  frequently  in  the  Ocean  Water  Immersion  Tank,  Figure  6. 
Synthetic  sea  water  Is  generally  used . 


Pig.  7.  Salt  Spray  Cabinet 

The  salt  spray  test  Is  a  widely  used  means  for  determining 
the  resistance  of  components  and  assemblies  to  corrosion.  The 
corrosion  Is  accelerated  but  Is  similar  to  that  occurring  In 
marine  environments,  for  example,  on  a  beach  or  flight  deck. 

The  test  Is  usually  performed  as  specified  In  ASTM  Standard 
B-II7-49T  In  the  cabinet  shown  In  Figure  7.  Specimens  are 
suspended  In  the  cabinet.  A  controlled  salt  fog  is  maintained 
Inside  by  means  of  atomizing  nozzles  supplied  with  salt 
solution  and  compressed  air.  The  temperature  is  maintained 
at  95*P  and  the  relative  humidity  between  84  and  90  percent. 
Usually  the  exposure  time  Is  96  hours . 

Manufacturer:  Industrial  Filter  and  Pvunp  Manufacturing  Co. 

Model;  CW-1 

Inside  dimensions:  48  x  34  x  25  in. 

Location:  20-033 
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Chapter  3 
mechanical  shock 

Shock  teste  are  performed  In  the  Laboratory  In  many 
different  ways  and  for  the  purpose  of  simulating  many  service 
conditions.  Among  the  tests  most  frequently  performed  are 
those  simulating  water  Impact,  countermining,  target  Impact, 
ground  lnq;)act,  nearby  underwater  explosion,  parachute  opening, 
launching  or  firing  setback,  and  rough  handling.  Obviously 
these  require  acceleration  pulses  varying  widely  in  shape  with 
considerable  range  of  peak  value  and  duration.  The  specimens 
vary  greatly  In  size  and  weight. 

The  shock  test  facilities  fall  into  only  two  classes, 
those  employing  the  release  of  a  piston  under  air  pressure 
to  produce  controlled  acceleration,  and  those  employing 
Impact.  Details  of  the  principles  of  operation  and  the 
performance  of  most  of  these  facilities  are  given  In  NOLR-1056 . 

AIR  QUNS  AND  HYGE  MACHINE 


The  air  gun  belongs  to  the  released -piston  class  of 
shock  test  facility.  In  elementary  form  it  consists  of  a  long 
tube  closed  at  both  ends,  a  piston  on  which  the  test  specimen 
Is  mounted,  and  a  device  located  near  the  breech  end  for 
mechanically  releasing  the  piston  under  load.  Air  pressure 
commensurate  with  the  required  accelerating  force  is  built 
up  In  back  of  the  piston,  the  piston  Is  released,  experiences 
acceleration,  then  Is  cushioned  and  eventually  brought  to 
rest  by  air  trapped  In  the  muzzle. 

Air  guns  are  high-energy  devices  combining  fast  build¬ 
up  of  acceleration,  relatively  long  duration  of  acceleration 
when  required,  and  high  payload  capacity.  Accessory  fixtures 
are  frequently  used  to  provide  a  two -phase  shock  simulating 
that  accompanying  entry  of  a  missile  or  mine  In  water  at  high 
velocity.  This  Is  accomplished  by  Introducing  a  steel -on-steel 
Impact  Immediately  after  piston  release  thus  adding  a  hlgh- 
amplltude  short -duration  spike  to  the  regular  pulse.  The 
characteristics  and  performance  of  the  five  NOL  Air  Ouns  are 
given  In  Table  1.  NOLR-I056  should  be  consulted  for  details. 

The  HYOB  Shock  Tester  Is  a  commercial  shock  testing 
facility  which  employs  a  piston  accelerated  by  compressed 
air.  The  test  specimen  Is  externally  mounted. 
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single-phase  shock.  Two-phase  shock  tests  may  also  be  performed  In  the 
21- ,  and  15-ln.  air  guns. 
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Fig.  8.  NOL  26 -in.  Air  Qun 

This  large  shock  test  facility,  shown  at  its  temporary 
site,  Is  still  under  development  at  the  time  of  this  report, 
but  was  placed  in  limited  use  for  testing  ordnance  in  the 
summer  of  I961.  The  bore  diameter,  payload  capacity,  and 
available  accelerating  force  are  sufficient  for  tests  of 
many  full-size  weapons  and  weapon  systems  as  well  as  large 
components.  This  facility  is  expected  to  provide  early 
design  data  on  systems  and  components  of  systems,  which 
should  Improve  their  performance  in  field  tests  and  elimi¬ 
nate  some  field  tests  entirely.  Sufficient  experience  with 
the  gun  has  not  yet  been  obtained  that  detailed  performance 
figures  may  be  presented. 

Single-phase  and  two-phase  shock  tests  may  be  performed 
as  in  other  NOL  air  guns.  In  addition,  when  Installed  at  its 
permanent  site,  the  gun  may  be  fired  with  open  muzzle  to 
accelerate  a  missile  for  Impact  against  a  nearby  target. 

Studies  of  the  effects  of  impact  against  targets  and  possibly 
against  water  will  thus  be  made. 

The  gun  is  constructed  from  the  barrels  of  two  l6-ln./50 
Naval  guns.  A  portion  of  each  barrel  was  cut  off  at  the  muzzle 
end,  a  flange  was  welded  on,  and  the  bore  was  enlarged  to 
26  in.  The  gun  is  mounted  on  four  railroad  car  trucks.  The 
first  type  of  piston  release  to  be  employed  is  a  notched 
tubular  breaklink  designed  to  break  in  tension  at  a  load 
slightly  greater  than  the  desired  accelerating  force.  Static 
air  pressure  is  built  up  behind  the  piston  to  produce  this 
force.  Fracture  of  the  link  is  initiated  by  firing  an 
explosive  cartridge.  Another  type  of  release  has  been  con¬ 
structed  in  which  the  butt  of  the  piston  is  unseated  from  a 
sealing  member  to  admit  the  accelerating  pressure.  This 
release  was  ready  to  install  at  the  time  of  this  report. 

The  means  for  obtaining  so-called  two -phase  or  water- 
entry  shock  are  evident  in  figure  8.  The  test  specimen  is 
connected  to  the  "JANUS  mass"  by  a  loose  linkage  which 
permits  a  clearance  as  great  as  0.3  in.  between  the  two  units. 
When  the  gun  is  fired  the  "JANUS  mass"  moves  this  distance 
before  colliding  with  a  plate  rigidly  connected  to  the  specimen. 
The  resulting  impact  produces  a  spike -shaped  pulse  of 
acceleration  which  is  the  first  phase.  Both  units  then  move 
together  down  the  barrel  for  the  second  or  drag  phase  at 
lower  but  longer-sustained  acceleration.  JANUS  is  the  two-faced 
god  of  ancient  Rome.  Thus,  the  piston  for  two-phase  shock  is 
naturally  called  the  JANUS  piston.  Another  type  of  piston  has 
been  constructed  in  which  the  JANUS  mass  is  locked  by  detents 
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to  the  specimen  mounting  base  upon  collision.  This  type  allows 
only  one  collision  and  has  been  used  in  other  guns. 

The  temporary  site  of  the  gun  is  located  off  Dahlgren 
Road  near  Paint  Branch  at  White  Oak.  Development  of  a 
permanent  site  nearby  to  Include  a  building  is  in  progress . 


Fig.  9.  NOL  21-ln.  and  15-ln.  Air  Guns 

The  21-ln.  air  gun  was  Installed  in  1948  and  has  had 
extensive  use  in  shock  tests  of  many  types  of  ordnance, 
particularly  for  components  of  underwater  ordnance.  The 
breech  assembly  permits  adjustment  of  the  volume  of  air  behind 
the  piston.  The  details  of  the  release  mechanism  are  not  given 
here  but  may  be  found  in  NOLR-IO56.  Formerly,  steel  locking 
balls  were  used  in  this  mechanism  to  hold  the  piston  back. 

These  have  been  replaced  by  caged  disks,  resulting  in  increased 
load  capacity  and  service  life.  Most  of  the  tests  made  in 
this  gun  require  two-phase  shock.  This  gun  is  equipped  with  a 
muzzle  tank  into  which  air  flows  as  the  piston  travels  down 
the  barrel.  The  air  la  trapped  in  this  tank  by  flap  valves  as 
the  piston  reverses  direction.  Thus,  the  reverse  acceleration 
and  the  number  of  oscillations  before  the  piston  comes  to  rest 
are  minimized.  Six  Insulated  brass  strips  running  the  full 
length  are  installed  inside  the  barrel  for  electrical 
communication  with  the  piston.  Brushes  mounted  on  the  piston 
bear  against  the  strips  as  the  piston  moves  in  the  barrel. 

The  19-ln.  air  gun  is  generally  similar  to  the  21-ln. 

It  has  no  muzzle  tank  and  is  adjustable  to  only  two  breech 
volumes . 
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Pig.  10.  NOL  5-ln.  Air  Oun  and  Piston  Assembly 

The  principal  use  of  this  gun  Is  to  test  projectile 
fuzes  under  controlled  setback  shock.  A  3>ln./31  Naval  gun 
was  modified  for  this  use.  The  barrel  length  was  Increased 
63  ft  by  adding  extra  strength  pipe;  a  muzzle  tank  was  also 
provided.  High  acceleration  Is  obtained  by  the  use  of  high 
air  pressure.  The  release  mechanism  is  a  circularly  notched 
flange  or  "diaphragm"  which  holds  the  piston  back.  As  the 
breech  pressure  is  slowly  built  up  the  flange  ruptures  at  the 
notch  and  the  piston  Is  free  to  accelerate.  Generally  It  is 
possible  to  design  the  flange  so  that  the  peak  acceleration 
will  be  within  ±10^  of  the  desired  value.  The  peak  value  of 
deceleration  is  less  than  of  the  peak  value  of  acceleration. 
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Fig.  11.  NOL  2-ln.  Air  Oun  and  Platons 

This  gun  l8  similar  to  the  3-lnch  gun  and  Is  used  to 
test  small  projectile  fuzes  under  very  high  accelerations. 
The  piston  is  released  by  the  rupture  of  a  notched  flange 
which  for  this  gun.  Is  Integral  with  the  piston.  Thus,  a 
piston  is  expended  for  each  shot.  The  peak  acceleration  is 
generally  within  ±1^  of  the  desired  value  for  acceleration 
greater  than  30,000  g.  The  accuracy  is  lees  for  lower 
acceleration.  * 
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Fig.  12.  HVaB  Shock  Tester  Model  6407 

This  tester  produces  nech&nical  shock  by  the  controlled 
release  of  compressed  gas  behind  a  piston.  The  piston 
accelerates  an  external  carriage  upon  which  the  specimen  is 
mounted.  The  shape  of  the  load  pulse  delivered  by  the  piston 
Is  controlled  by  two  metering  pins,  one  for  accelerating  the 
piston  and  the  other  for  bringing  It  to  rest.  These  may  be 
designed  to  give  well-defined  pulse  shapes  such  as  sinusoidal, 
triangular,  and  square.  The  carriage  is  brought  to  rest  by 
lntez*nal  brakes  which  act  on  the  guide  rails.  A  specimen 
mounted  In  the  HYQE  machine  is  accessible  for  Instrumenting 
and  monitoring. 

t 

Piston  diameter  -  6  In. 

Weight  of  piston,  thrust  column,  and  accelerated  parts  - 
30  lb  approximately 

Max  thrust  (zero  displacement)  -  45 >000  lb 

Weight  of  carriage  -  78  lb  approximately 

Max  piston  displacement  -  12.23  In. 

Rail  height  -  20  ft 

Length  between  rails  -  33  In. 

Location  -  Room  20-028 

Manufacturer:  Consolidated  Vacuum  Corporation  * 
Rochester  3>  New  York 
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LAUNCHERS  FOR  IMPACT  TESTS  OF  MISSILES 


The  shock  test  facilities  known  as  launchers  are  open- 
muzzle  air  guns,  the  function  of  which  is  to  accelerate  a 
test  missile  to  the  velocity  of  target  or  water  impact .  The 
purpose  of  the  test  is  to  determine  the  effect  of  Impact;  the 
acceleration  produced  in  the  gun  is  only  incidental  to 
attaining  the  required  velocity.  All  NOL  launchers  are 
similar  in  principle  but  have  different  arrangements  of  the 
gun  and  target.  The  missile  is  propelled  by  compressed  air 
in  the  breech.  The  required  air  pressure  is  built  up  behind 
the  piston  which  is  held  back  by  a  notched  break-link.  The 
gun  may  be  fired  upon  command  by  a  hammer  device  which  adds 
an  impact  load  to  the  static  tensile  load.  The  velocity  is 
controlled  by  varying  the  air  pressure.  The  instrumentation 
available  for  measuring  and  recording  the  velocity  and 
acceleration  of  the  missile  at  impact  is  approximately  the 
same  for  all  launchers . 


Fig.  13.  NOL  5-in.  Target  impact  Launcher 
(For  Hard  Targets) 

This  open  muzzle  air  gun  fires  a  missile  against  a  prepared 
slab,  plate,  or  structure  representing  a  service  target. 

Target  is  positioned  to  obtain  desired  angle  between  flight 
path  and  target  surface. 

Barrel  -  5-ln.  bore,  22 -ft  length 

Air  pressure,  maximum  -  1000  psi 

Velocity  obtainable  -  700  fps  on  30-lb,  5-ln.  missile 
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Fig.  14.  NOL  Test  Pond  Launcher 

This  facility  consists  of  an  open-muzzle  air  gun  mounted 
5*  to  90®  to  the  horizontal.  The  gun  Is  located  over  a  pond 
so  that  missiles  may  be  fired  into  water,  or  the  pond  may  be 
drained  and  a  hard  target  such  as  a  concrete  slab  may  be 
placed  on  the  ground.  High  speed  motion  pictures  are  usually 
taken  of  each  shot.  The  water  entry  velocity  Is  determined 
by  means  of  two  spaced  photomultiplier  units  in  front  of  the 
gun.  The  water  entry  decelerations  experienced  by  the  missile 
are  measured  by  means  of  a  peak-reading  copper-ball  accelerometer 
which  discriminates  between  water  entry  and  bottom  impact 
shocks,  or  by  continuous  recording  accelerometers  with  trailing 
electrical,  leads .  To  assist  in  recovering  a  missile  shot  Into 
water  a  trailing  mechanical  cable  is  usually  attached  to  the 
missile  either  directly,  or  by  means  of  a  "snare"  as  the 
missile  leaves  the  muzzle. 

The  missile  may  be  full  scale  within  the  size  and  weight 
limitations;  frequently  it  Is  a  scaled  model  of  a  larger 
missile.  A  wooden  sabot  Is  used  to  support  and  drive  the 
missile  In  the  barrel  and  maintain  It  In  the  desired  attitude 
at  Impact. 

Barrels  available,  dia  -  3,  10,  13  1/4  and  14  1/4  In. 

Barrel  length  -  20  feet 

Max.  weight  of  specimen  -  about  500  lb 

Max.  air  pressure  -  1000  psl 

Max.  velocity  -  380  ft/sec  for  500-lb  missile 
1050  ft/sec  for  50-lb  missile 

Max.  water  depth  -  10  ft 

Firing  positions  provided,  angle  from  horizontal  - 
5*  steps,  5*  to  90® 
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Fig.  13.  NOL  3*6  In.  Launcher  and  Tank 

A  fixed  open-muzzle  air  gun  fires  a  test  missile  into 
the  side  of  a  rectangular  tank  containing  water.  Variable 
angle  of  water  entry  is  obtained  by  means  of  a  thin  frangible 
plastic  diaphragm  mounted  In  the  wall.  Interchangeable  brackets 
for  moxantlng  the  diaphragm  provide  desired  angle  between  flight 
path  and  water  surface.  The  missile  exits  through  another 
diaphragm  In  the  opposite  wall  and  Is  brought  to  rest  in  a 
container  filled  with  cotton  waste.  A  cage  made  from  steel 
bars  conducts  the  missile  to  the  exit.  The  gim  is  similar  In 
construction  to  the  Test  Fond  Qun  and  similar  Instrumentation 
Is  used. 

Bore  of  gun  -  5.6  In. 

Length  of  barrel  -  38  ft 

Maximum  air  pressure  -  3200  psl 

Velocity  obtainable  -  l400  ft/sec  on  33-lb  missile 

Available  brackets  -  45* »  60®,  and  70*  angle  between 
flight  path  and  water  surface 
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FIG  15 
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DROP  TESTERS 

Vertical  drop  resulting  in  iiiq;>aet  Is  a  siiq>le  means  for 
producing  a  controlled  shock  for  test  purposes.  A  drop  tester 
is  a  machine  for  performing  such  a  test.  The  drop  test  is 
especially  suitable  for  short -duration  pulses,  but  by  cushioning 
the  Impact  it  is  possible  to  obtain  quite  a  variety  of  pulse 
shapes.  The  specimen  is  accessible  for  observation  and  for 
connecting  instrumentation.  Repetitive  tests  of  production 
sasples  can  be  made  rapidly  and  cheaply.  All  drop  testers 
with  the  exception  of  the  BARRY  20  VI  were  designed  and 
developed  at  NOL.  All  enploy  vertical  gravity  drops.  An 
additional  accelerating  force  is  applied  to  the  carriage  of 
the  Mk  7  Mod  0  to  obtain  a  higher  velocity  at  inq>aot.  The 
characteristics  are  given  in  Table  2  and  in  the  descriptions 
of  each  facility.  All  are  located  in  Room  20-026  except  the 
10 -ft  drop  tester  which  Is  in  Room  20-067  and  the  SS3D  testers 
which  are  located  In  the  shaft  of  Elevator  20-1. 

Cushioning  devices  may  be  used  In  nearly  all  drop  testers 
to  control  the  shape  of  the  acceleration-time  pulse. 

Commonly  used  materials  are  pads  of  lead  in  various  shapes, 
rubber,  leather,  and  polystyrene  foam.  In  general,  the  shock 
parameters  depend  more  on  the  cushioning  material  than  on  the 
individual  facility. 


Cushion 


Range  of 

peak  Acceleration 
g 


Duration 
Of  Pulse 
ms 


None;  steel -on  steel  200  -  80,000 


0.04  -  0.4 


Lead  Pad  10  -  10,000  0.4-25 

Highly  cushioned; 
rubber,  cork,  styro¬ 
foam,  etc .  2-50  5-50 
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Pig.  16.  NOL  10 -ft  Drop  Tester 
This  machine  provides  a  guided  gravity  drop  from  a  height 
as  great  as  10  ft.  For  steel-on-steel  impact  the  maximum 
drop  height  is  1  ft;  cushions  are  used  for  greater  heights. 

A  great  range  of  pulse  duration  and  peak  value  is  obtained  by 
varying  the  drop  height  and  the  cushioning. 

The  carriage  is  attached  to  and  released  from  the  lifting 
yoke  by  a  pair  of  solenoid -actuated  release  mechanissis.  The 
anvil  is  mounted  on  a  block  of  concrete  5  ft  deep  set  in  the 
ground . 


Pig.  17.  NOL  12 -in.  Drop  Tester 
This  small,  versatile,  general-purpose  machine  consists  of 
a  carriage  upon  which  the  test  specimen  is  moxonted,  an  anvil 
weighing  1000  lb,  guide  rails,  hoist,  and  release  mechanism. 

For  heights  up  to  12  in.  the  carriage  may  be  dropped 
directly  on  the  anvil  for  steel -on-steel  impact.  Cushions 
are  used  for  drop  heights  up  to  24  in. 
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FIG  17 
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Fig.  18.  Drop  Shock  Tester  Mk  7  Mod  0 

This  is  a  portable  machine  developed  for  production 
testing  of  mine  and  depth  charge  components.  Elastic  cords 
are  employed  to  accelerate  the  carriage  during  the  drop  to 
a  velocity  as  great  as  that  resulting  from  a  free  fall  of 
100  ft,  A  variety  of  stopping  devices  may  be  used  between 
the  carriage  and  anvil  to  control  the  shape  of  the  shock 
pulse.  Sand-filled  rubber  bags  have  been  developed  for 
this  machine.  Experience  has  shown  that  the  results  are 
predictable  and  reproducible  and  the  bag  may  be  reused 
hundreds  of  times.  Lead  pads  of  various  shapes  are  also 
used.  The  machine  is  portable,  and  because  the  anvil  Is 
selsmlcally  mounted,  no  special  foundation  or  floor  Is 
required.  The  elastic  cord  Is  contained  Inside  the  tubular 
columns  of  the  machine.  A  hoist  Is  provided  for  raising  the 
carriage  and  elongating  the  cord.  The  characteristics  of 
the  machine  are  as  follows: 

Floor  space  -  2  1/2  x  6  ft. 

Height  -  11  ft. 

Weight  -  2500  lb. 

Max.  pulse  anqplltude  -  800  g 

Pulse  duration  -  5-25  me 

Test  specimen  space  -  8  In.  dla.  by  8  In.  high 

Test  load  at  max.  shock  -  10  lb. 

Max.  test  load  -  25  lb. 

Max.  velocity  change  -  80  fps 

Natural  frequency  of  cazrlage  -  about  1200  cps 

Max.  available  energy  -  3300  ft-lb. 

Carriage  propulsion  system  -  5/8-ln.  elastic  shock  cord 
and  3/16-ln.  wire  rope  tow  cable 

Publications  -  NAVORD  Report  4386 
NAVORD  OCD  1362401 

NOL  Reprint  of  paper:  "A  Portable  100 -ft. 
Drop  Tester"  by  J.  C.  New  from  Shock 
and  Vibration  Bulletin  No.  20,  Hay  1953 


36 


NOLTR  62-30 


NOLTR  62-30 


Fig.  19.  NOL  Self-En^laceable  Drop  (SED)  Tester 

An  Innovation  In  drop  testers  is  the  SED  Tester  recently 
developed  by  the  Environment  Simulation  Division,  NOL.  The 
Tester  consists  of  a  carriage  upon  which  the  specimen  Is  mounted 
and  a  heavy  base  with  anvil  initially  separated  from  the 
carriage  by  a  few  inches.  Carriage  and  anvil  are  siutually 
guided  to  remain  parallel  and  free  to  move  illative  to  each 
other  until  collision  with  each  other  occurs.  The  whole 
assembly  is  raised  by  a  hoist  and  allowed  to  drop  freely  at  a 
level  attitude  into  a  bed  of  sand.  The  base  enqjlaces  Itself 
in  the  sand  under  its  own  inertia.  A  few  milliseconds  later 
the  carriage  collides  with  the  anvil  producing  shock. 

The  magnitude  and  duration  of  the  acceleration  pulse 
depends  on  the  drop  height,  the  separation  between  carriage  and 
anvil,  and  the  cushion.  As  in  other  drop  testers,  a  great 
variety  of  cushions  may  be  used  and  the  characteristics  of  the 
acceleration  pulse  may  be  varied  considerably.  The  facility 
is  especially  useful  in  simulating  shipboard  shock  caused  by 
nearby  underwater  explosion.  Similar  stresses  and  mechanical 
effects  have  been  produced  in  Naval  weapons  as  were  found  in 
actual  field  tests.  Among  the  desirable  features  of  the  SB) 
Tester  are  elimination  of  massive  base  and  columns, 
unrestricted  drop  height,  adaptability  to  large  and  long 
specimens,  adaptability  to  tests  of  specimens  containing 
explosives,  portability,  sinq;>licity,  and  low  cost. 

Tests  are  performed  in  the  elevator  shaft  No.  1  of 
Building  20  and  the  elevator  hoist  and  car  are  available  to 
raise  the  assembly  for  the  drop.  The  sand  is  contained  in  a 
steel  enclosure  8.7  ft  in  diameter  by  3  ft  deep  mounted  on 
leaf  springs.  The  sand  bed  is  thus  a  seismic  platform. 

Two  models  of  the  tester  have  been  built.  The  following 
characteristics  are  given  in  addition  to  those  in  Table  2: 


Max.  drop  height,  ft 
Max.  velocity  change,  ft/sec 
Max.  amplitude  of  acceleration,  pulse, 
uncushioned,  g 

Duration  of  acceleration  pulse, 
uncushioned,  ms 

Max.  amplitude  of  acceleration  pulse 
for  shipboard  shock  test, 

(slight  cushioning),  g 


SED  100 

SED  2000 

40 

10 

50 

16 

10,000 

5000 

0,1-0. 3 

0.1-0. 3 

3000 

1500 
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SBD  100  SBD  2000 


Duration  of  pulse  for  shipboard  shock 
test  (slight  cushioning),  ms 
Hax.  separation  between  carriage  and 
anvil.  In. 

Weight  of  carriage,  lb 
Weight  of  base 


Fig.  20.  NOL  Short  Duration 


1-3 

1-3 

12 

12 

140 

1000 

910 

6500 

Drop  Tester 

An  acceleration  pulse  high  in  peak  value  but  of  extremely 
short  duration  Is  obtainable  with  this  machine.  It  is  often 
used  for  calibrations  of  high-natural -frequency  crystal 
accelerometers.  The  bottom  surface  of  the  carriage  Is  curved 
to  a  radius  of  30  In.,  thus.  Impact  duration  Is  extremely  short. 
The  carriage  is  guided  by  taut  piano  wires  which  pass  through 
It;  the  wires  are  tensioned  by  weights  Inside  the  base.  The 
maximum  height  of  drop  Is  12  In. 


An  acceleration  pulse  as  high  as  30,000  g  in  amplitude 
with  a  duration  of  about  O.03  ms  Is  obtainable  with  this 
facility. 


40 


NOLTR  62  -  30 
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Fig.  21.  BARRY  Component  Shock  Teeter  Model  20  VI 

This  eoiomerclal  drop  teeter  producee  a  guided  gravity 
drop  up  to  3  ft.  Two  methods  of  cushioning  are  used.  In 
one^  wooden  blocks  attached  to  the  bottom  of  the  carriage 
penetrate  a  bed  of  sand  in  the  base  of  the  machine.  Different 
arrangements  of  the  blocks  permit  variation  In  the  character¬ 
istics  of  the  resulting  shock.  In  the  other,  a  punch  attached 
to  the  bottom  of  the  carriage  Is  driven  Into  a  block  of  lead. 
Punches  of  different  diameters  are  furnished.  An  acceleration 
aiqplitude  as  great  as  about  200  g  Is  obtainable. 


Fig.  22.  Test  Set  Mk  209  Mod  1 

This  small,  portable,  free-fall  drop  tester  Is  used  for 
specification  and  design  tests  of  ordnance  weighing  up  to 
4  lb.  Improvements  In  the  Mk  209  Mod  0  Tester  (NAVWEPS 
OD  20944)  are  Incorporated  In  the  Mod  1,  with  Increased  range, 
performance,  and  accuracy.  Mod  1  parts  are  Interchangeable 
with  those  of  Mod  0.  The  solid  nylon  carriage  Is  highly 
resilient  and  rebounds  more  than  50  per  cent  of  the  drop 
height.  The  maximum  drop  height  Is  70  In.  The  softest 
cushion  produces  shocks  up  to  170  g  peak  with  a  pulse  dura¬ 
tion  of  12  ms;  the  hardest  produces  shocks  up  to  3200  g  peak 
with  a  duration  of  0.6  ms.  The  maximum  Impact  velocity 
change  experienced  by  the  carriage  Is  33  fps.  The  Tester 
has  been  used  to  calibrate  shock  transducers  and  to  test 
the  sensitivity  of  Inert la lly -actuated  devices. 

Publication:  NOLTR  6I-IO6 
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Chapter  4 
ACCELERATION 

The  type  of  acceleration  environment  dlecuaeed  In  this 
chapter  Is  characterized  by  slow  buildup,  relatively  gradual 
variation  and  long  duration  as  In  missile  boost  and  re-entry. 

The  centrifuge  is  the  most  practicable  laboratory  Mans  for 
producing  such  acceleration. 

CENTRIPUOES 

In  general,  a  centrifuge  used  for  this  purpose  consists 
of  an  arm  which  rotates  about  a  fixed  vertical  axis  and  has 
provision  for  mounting  the  specliaen  at  one  end.  The  arm  is 
usually  counterbalanced.  The  length  of  the  arm  must  be  scaled 
to  the  size  of  the  specimen  so  that  the  gradient  of  acceleration 
across  the  specimen  will  not  be  excessive.  The  characteristics 
of  the  centrifuges  In  the  Environment  Simulation  Division  are 
given  In  Table  3.  All  are  equipped  with  slip  rings  for 
Instrumentation  and  conmunlcatlon  with  the  specimen. 
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*NOL  Centrifuges  are  designated  by  the  maximum  radius  of  rotation  of  a  specimen 
mounted  on  the  arm. 
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Pig.  23.  NOL  10 -ft  centrifuge 

This  machine  la  a  conventional  centrifuge  and  has  several 
Interchangeable  arms,  up  to  about  10  ft  In  radius.  The  arms 
are  not  counterbalanced .  The  central  bearing  and  foundation 
structure  are  strong  enough  to  stand  the  centrifugal  force  of 
arm  and  load.  The  arm  Is  driven  by  a  13-hp  dc  motor  through 
sprockets  and  chain.  The  speed  is  controlled  manually  by 
varying  the  armature  voltage  and  the  field  current. 

Originally,  the  lO-ft  arm,  bearing,  and  foundation  were 
part  of  the  NOL  Rotary  Accelerator  (see  NAVORD  3692),  a  quick¬ 
acting  centrifuge  providing  rectilinear  acceleration  of  the 
test  specimen  during  buildup  time. 

The  arm  speed  may  be  varied  at  a  sufficiently  high  rate 
to  simulate  actual  boost  and  re-entry  acceleration  pulses. 

The  test  specimen  Is  usually  bolted  to  a  flange  on  the 
end  of  the  arm  or  to  a  horizontal  base  on  top. 

Provision  has  been  made  for  combining  certain  other 
accelerations  with  the  centripetal  acceleration.  Fixtures 
have  been  tailor-made  to  produce  effects  experienced  by  a 
component  of  a  particular  missile.  For  example,  vibration 
Is  Introduced  by  means  of  a  pneumatic  hammer  device  mounted 
on  a  base  attached  to  the  specimen  mounting  base.  This 
device  excites  at  two  or  three  frequencies  simultaneously 
and  offers  very  limited  control  over  anqplltude  and  frequency. 

A  crank  mechanism  powered  by  an  air  motor  has  been  employ^ 
to  Introduce  a  cyclic  yawing  motion  transverse  to  the  axis 
of  the  arm.  A  special  hinged  arm  with  a  turntable  has  been 
used  to  rotate  the  specimen  about  its  own  axis  while  it 
experiences  acceleration  transverse  to  its  own  axis.  The 
purpose  of  the  hinge  is  to  meet  a  special  requirement  for 
quickly  changing  the  orientation  of  the  specimen. 
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Fig.  24.  NOL  3-ft.  Centrifuge 

This  balanced-arm  machine  has  arrangements  for  adjusting 
the  counterbalance  In  place  and  positioning  the  mounting  base 
vertically  so  that  the  c.g.  of  the  base  and  specimen  lies  on 
the  axis  of  the  arm.  The  machine  Is  located  within  a  circular 
safety  enclosure  made  from  l/4-ln.  and  3/8-ln.  steel  plate. 

The  arm  Is  driven  by  a  hydraulic  motor  through  a  toothed  belt. 
A  DENISON  variable  delivery  hydraulic  pun^  unit  supplies  the 
motor.  The  machine  has  sufficient  capability  of  speeding  up 
and  braking  the  arm  to  simulate  missile  boost  and  reentry. 
Braking  Is  accomplished  by  applying  hydraulic  pressure  to  the 
outlet  of  the  motor.  This  back  pressure  Is  controlled  by  an 
electrohydraullc  relief  valve. 
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FIG  24 
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FIG.  25  GENISCO  MODEL  D-184  CENTRIFUGE 
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Chapter  5 
VIBRATION 

The  function  of  the  vibration  machines  In  the  Laboratory 
la  to  excite  vibration  in  test  specimens  of  ordnance  to 
determine  the  performance,  endurance,  or  response  under 
transportation  and  service  vibration.  The  machines  are  of 
two  classes,  the  mechanical  reaction  type  and  the  electro- 
dynamic  . 

MECHANICAL  VIBRATORS 


NOL  mechanical  vibrators  are  of  the  reaction  type  and 
employ  one  or  two  rotating  eccentrics  carried  on  shafts  between 
bearings .  These  are  attached  to  the  bottom  of  a  spring- 
supported  table;  the  specimen  is  mounted  on  the  top.  The 
reaction  of  the  centrifugal  force  generated  In  the  rotors  acts 
on  the  table  and  excites  it  to  vibration.  The  frequency  is 
varied  by  controlling  the  speed  of  the  motor  driving  the 
eccentric  shafts.  The  mass  eccentricity  of  the  rotors  may  be 
varied  while  the  machine  la  running,  thus,  the  amplitude  may 
be  varied .  The  frequency  range  of  the  reaction  vibrators  Is 
about  10-60  cps.  They  are  used  extensively  for  endurance 
and  accelerated  service  specification  tests  for  transportation 
and  shipboard  vibration.  NOL  reaction  machines  are  equipped 
with  relatively  large  and  substantial  tables.  The  High 
Capacity  Vibrator  (HCV-1)  can  accommodate  two  large  mines  at 
once.  Characteristics  of  the  mechanical  vibrators  are  given 
In  Table  4. 

In  those  reaction  vibrators  in  which  there  is  one 
eccentric  or  rotor  It  Is  of  the  adjustable  mechanical  type. 

This  type  was  developed  at  NOL  and  the  design  Is  disclosed 
In  U.S.  Patent  2,725,7^5*  Where  two  rotors  are  used  they 
are  of  the  mercury  type  and  the  mass  eccentricity  is  controlled 
by  air  pressure.  This  type  also  was  developed  at  NOL  and 
the  design  is  disclosed  In  U.  S.  Patent  2,703,490.  Two- 
rotor  machines  give  approximately  straight  line  displacement 
perpendicular  to  the  table  because  the  components  of  the 
reaction  force  parallel  to  the  table  cancel  each  other.  The 
table  iTKjtlon  of  single-rotor  reaction  machines  deviates  from 
a  straight  line  and  may  approximate  an  ellipse  or  even  a 
figure  8.  A  rocking  mode  is  present  causing  greater  amplitude 
at  the  edge  than  at  the  middle  of  the  table.  Such  deviation 
from  straight  line  translational  motion  is  tolerated  for 
most  routine  tests  because  of  the  slii^)llclty  and  reliability 
of  the  machine  and  the  advantages  of  a  large  table.  The 
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nominal  direction  of  the  vibration  of  all  NOL  mechanical 
vibrators  is  vertical  except  that  the  Mechanical  Oscillator 
is  adaptable  to  vibration  in  any  direction,  vertical  to 
horizontal .  NOL  mechanical  vibrators  have  tapped  holes  in 
the  table,  size  1/2  in. -13  in  a  grid  pattern  with  4  in. 
spacing  in  both  directions.  Exceptions  are  vibrators  lA  and 
5A  which  have  3/8" -16  tapped  holes  space  2  in.  All  the 
mechanical  vibrators  are  located  in  Room  20-167. 


Pig.  28.  NOL  Vibrator  Type  IB 

This  is  one  of  the  first  large  mechanical  reaction 
vibrators  to  be  installed  in  the  Vibration  Laboratory.  The 
machine  was  designed  and  constructed  by  NOL  in  1946.  The 
znjggedness  and  reliability  of  this  machine  are  evidenced  by 
its  continued  2 4 -hours -per -day  operation  under  endurance 
tests  of  ordnance  with  minimum  repair  and  servicing.  The 
mass  eccentricity  of  the  single  rotor  is  adjustable  by  means 
of  a  knob  at  the  edge  of  the  table.  The  frequency  is 
controlled  by  varying  the  speed  of  the  dc  drive  motor. 


Pig.  29  NOL  Vibrators  lA  (left)  and  5A 
(the  MULTIGKK,  right)  with  Portable 
Temperature  Chambers 

These  are  small  reaction-type  vibrators.  Type  lA  has 
a  single  rotor  and  is  similar  in  construction  to  type  IB. 

Type  5A  is  the  first  of  the  reaction  vibrators  employing  the 
mercury  type  rotors  developed  at  NOL.  Two  flexuz^  plates 
constrain  the  table  to  move  in  a  straight  line. 

Many  vibration  tests  are  perfozmted  under  specifications 
which  require  that  the  specimen  be  maintained  at  a  tenqperature 
below  and  above  ambient,  usually  -65*P  and  160®P  respectively. 
For  large  specimens  the  Controlled  Temperature  Vibrator  is 
moved  into  the  Walk-in  Temperature  Chamber.  Several  portable 
temperature  chambers  are  used  for  small  specimens.  These  may 
be  suspended  or  supported  over  the  table  of  the  vibrator. 

The  chamber  temperature  may  be  maintained  at  any  value  within 
the  range  -63**F  to  l8o®P.  Dry  ice  and  electric  heaters  are 
used  to  obtain  low  and  high  temperatures  respectively . 
Circulating  fans  keep  the  temperature  uniform  in  the  chamber. 
The  chamber  is  attached  to  the  table  through  a  flexible 
bellows  which  seals  the  chamber  to  the  table  but  does  not 
transmit  vibration  to  the  chamber.  In  general,  each  chamber 
may  be  used  on  several  vibrators.  The  inside  dimensions  of 
the  largest  chamber  are  about  2  x  2  x  2  f t .  Construction  of 
new  chambers  es^ioying  liquid  COg  as  the  cooling  medium  is  in 
progress . 
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FIG.  28 


FIG.  29 
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Pig.  30.  NOL  Controlled  Temperature  Vibrator 

This  mechanical  reaction  vibrator  Is  equipped  to  operate 
Inside  the  Walk-ln  Temperature  Chamber,  Figure  3,  at  temperatures 
within  the  range  -65*P  to  l8o*P.  It  has  two  mercury  type 
rotors  and  Is  controlled  from  outside  the  chamber.  The  table 
capacity,  force  output,  and  chamber  space  are  sufficient  to 
permit  tests  of  large  mines.  Demountable  casters  facilitate 
moving  the  vibrator  In  and  out  of  the  chamber.  The  machinery 
compartment  Is  Insulated  and  room  air  Is  circulated  through 
It  to  avoid  extremes  of  temperature. 

Publication;  NAVORD  Report  4310 
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Fig.  31.  NOL  High  Capacity  Vibrator  Nod  1 

The  principal  features  of  the  largest  reaction  machine 
In  the  Laboratory  are  the  large  table  and  the  high  available 
force  output.  Endurance  and  accelerated  service  tests  have 
been  performed  on  many  large  weapons  since  the  machine  was 
placed  In  operation  In  1931*  Two  large  mines  can  be  accommodated 
on  the  table.  The  reliability  and  performance  have  been 
continuously  Improved  by  development  and  refinement  of  some 
of  the  principal  components. 
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FIG.  31 
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Fig*  32*  NOL  Mechanical  Oscillator 

This  device  Is  a  portable  vibration  exciter  of  the 
mechanical  reaction  type.  It  is  used  where  the  conventional 
table  type  vibrators  are  not  suitable,  for  example,  on  a 
structure  or  large  specimen  that  cannot  be  brought  into  the 
vibration  laboratory,  where  a  long  specimen  must  be  vibrated 
In  the  horizontal  axial  direction,  or  under  remote  control  at 
a  suitable  site,  when  the  specimen  contains  explosives. 

» 

The  facility  consists  of  two  units,  a  steel  box  containing 
a  pair  of  mercury  type  rotating  eccentric  masses,  and  a 
portable  hydraulic  power  unit  which  supplies  two  small 
hydraulic  motors  on  the  eccentrics.  The  box  unit  weighs 
303  lb.  The  two  eccentrics  are  of  the  same  size  used  In  the 
NOL  Controlled  Temperatuz*e  Vibrator.  Lubricating  oil  Is 
applied  under  pressure  through  a  hose  to  the  ball  bearings 
of  the  rotors  and  returned  to  the  pump  In  the  power  unit  by 
means  of  a  scavenging  punq?.  The  frequency  Is  controlled  by 
adjusting  the  variable  delivery  hydraulic  pump  which  supplies 
the  motors.  The  box  unit  is  usually  connected  to  the  specimen 
by  means  of  special  fixtures  constructed  for  each  application. 
Usually  the  weight  of  the  box  unit  is  supported  from  above  for 
horizontal  vibration.  The  direction  of  the  output  force  Is 
perpendicular  to  the  mounting  surfaces.  The  output  force 
may  be  oriented  in  any  direction  by  positioning  the  box, 
but  the  rotor  axis  must  remain  horizontal.  The  available 
output  force  Increases  rapidly  with  the  frequency  but  for 
sustained  operation  Is  limited  by  the  heating  of  the  bearings 
at  high  frequency.  The  characteristics  of  this  machine  are 
as  follows: 

Frequency  range  -  10-70  cps 

Maximum  force  output  -  1100  lb  vector  at  10  cps 

6700  lb  vector  at  30  cps 
17000  lb  vector  at  60  cps 

Power  required  for  following  -  208-volt  3-ph.  60  cycle 
motors 

Hydraulic  puoQ)  -  13  hp 

Lubricating  pumps  -  1  hp 

Compressed  air  supply  (static)  for  amplitude  control  - 
300  psl 

Cooling  water  required  for  sustained  operation 
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EI^TRODYNAMIC  VIBRATORS 


The  electrodynamlc  vibrator  systems  consist  of  an 
exciter  unit,  a  power  amplifier,  and  various  control  units. 
The  alternating  force  produced  by  the  exciter  results  from 
the  alternating  and  direct  current  magnetic  fields  produced 
by  the  armature  and  field  respectively.  The  exciters  are 
mounted  on  trunnions  and  are  balanced  so  that  the  loading 
axis  may  be  fixed  at  any  position  between  vertical  and 
horizontal.  Small  light  specimens  may  be  mounted  directly 
on  the  table.  Heavy  and  long  specimens  require  external 
support,  especially  when  vibrated  In  the  horizontal  direction. 
The  Slippery  Table,  figure  35,  Is  an  exaa^le  of  an  external 
support.  An  elastic  cord  or  link  hung  from  an  overhead 
support  Is  another. 


Fig.  33 •  MB  C25H  Electrodynamlc  Vibrator  System 

This  system  consists  of  the  MB  C23H  exciter  with 
auxiliary  equipment  which  Includes  a  Westlnghouse  FO-10, 
lOKW  power  supply  and  a  control  panel  for  programming 
frequency  and  eunplltude.  Only  sine  wave  excitation  is 
provided.  The  principal  characteristics  are  as  follows; 

Max.  peak  force  output  -  3500  lb. 

Frequency  range  -  5-2000  cps 

Max.  displacement  -  0-1/2  In.  peak-to-peak 

The  table  is  a  magnesium  casting  with  raised  bosses 
containing  3/8  ln.-l6  tapped  holes  arranged  In  two  circles, 
8  and  16  In.  In  diameter  with  eight  equally  spaced  holes  In 
each. 
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Pig.  3^.  LINO  Electromagnetic  Vibrator  System 

This  system  consists  of  a  LINQ-CALIDYNE  Model  2^  shaker 
with  LING  Model  PP-40/60  power  anqplifier  and  control  equipment 
for  producing  either  sine  or  random  excitation.  The  controls 
Include  a  26-channel  equalizer-analyzer  system  for  random 
testing  which  is  capable  of  being  quickly  set  up  and 
adjusted.  Several  outputs  may  be  continuously  monitored  and 
analyzed.  Also,  Included  is  an  X-Y  plotter  and  a  tape  loop 
recorder  usable  either  for  recording  output  or  as  a  means  of 
Input  of  a  prerecorded  signal.  Controls  for  sine  excitation 
Include  frequency  cycling  and  automatic  gain  control  for 
constant  acceleration  or  displacement  with  automatic  cross¬ 
over. 


The  exciter  Is  water  cooled.  The  aluminum  table  is 
16  1/4  in.  in  diameter  and  has  16  raised  bosses  arranged  in  a 
pattern  of  three  squares.  Bach  boss  contains  a  3/8 "-16  tapped 
Insert.  The  principal  characteristics  of  the  system  are  as 
follows: 

Rated  max.  force  output  -  7500  lb  vector  for  slhe 

excitation 

5000  lb  rms  for  random 
excitation 


Frequency  range  -  5-2000  cps 

Max.  displacement  -  1  In.  peak-to-peak 

Max.  acceleration  -  90  g  vector 

Max.  power  spectral  density  -  0.2  g*/cps  for  150-lb 

specimen  with 
5-2000  cps  bandwidth 
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Fig.  35*  NOL  Slippery  Table 

This  vibration  test  accessory  Is  used  with  the  MB  and 
LINO  exciters  to  support  a  heavy  specimen  vibrated  In  the 
horizontal  direction.  This  support  relieves  the  shaker 
armature  of  a  transverse  load  which,  for  a  heavy  specimen, 
would  strain  and  damage  the  suspension.  In  addition,  the 
table  provides  guidance  In  that  the  mounting  plate  Is 
constrained  to  vibrate  In  a  horizontal  plane. 

The  slippery  table  consists  of  a  black  granite  block 
weighing  4200  lb.,  the  top  of  which  Is  finished  to  a  plane 
and  polished.  A  mounting  plate  carrying  the  test  specimen 
Is  supported  by  the  block  and  Is  rigidly  attached  to  the 
shaker  armature.  Lubrication  Is  provided  by  supplying  oil 
under  pressure  through  a  small  orifice  at  the  center  of  the 
plate . 

The  granite  block  rests  on  four  leveling  screws  and  may 
be  moved  over  the  floor  on  a  pair  of  rollers  centered  under 
the  block.  Thus  It  may  be  accurately  positioned  for  use  with 
either  of  the  two  exciters.  Various  mounting  plates  are  used. 

Location  -  Room  20-176 
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PRESSURIZED  /  BLACK  GRANITE  MOUNTING  PLATE 

LUBRICATING  OIL  ROLLERS  BLOCK  (4200  LB) 

SUPPLY 

FIG.  35 
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Pig.  36.  MB  C31  Vibration  Pickup  Calibrator 

Thla  la  a  amall  axclter,  with  electronic  power  aupply, 
uaed  principally  for  calibration  of  velocity  plckupa  and 
accelerometera .  The  output  of  a  built  in  algnal  generator 
la  proportional  to  velocity  and  la  uaed  for  detemlnlng 
amplltudea. 

Max.  peak  force  output  -  23  lb  vector 
Frequency  range  for  calibration  -  6-1000  cpa 
Max.  dlaplacement  -  1/2  in.  peak-to-peak 
Table  diameter  -  1  7/8  In. 
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FIG.  36 
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Chapter  6 

PACKAOB  TBSTINO  FACILITIES 

Standardized  teste  are  performed  on  shipping  containers 
and  crates  by  means  of  these  facilities.  The  susceptibility 
to  damage  under  drops,  repeated  Impact,  and  rough  handling 
may  be  determined  for  the  package;  also,  the  degree  of  pro¬ 
tection  afforded  the  contents.  Package  leakage  and  the 
effectiveness  of  seals  may  be  determined.  All  facilities 
are  located  In  Room  20-06 7. 


Pig.  37.  LAB  Package  Tester 

This  machine  consists  of  a  wooden  platform  driven  by 
cams  so  that  a  point  on  the  platform  executes  a  circular 
motion  1  In.  In  diameter  in  a  vertical  plane.  The  motion 
of  the  package  and  the  severity  of  Its  impacts  with  the 
platform  and  barrier  depend  to  some  extent  on  the  frequency 
and  the  configuration  of  the  package.  The  frequency  may 
be  varied  between  100  and  330  cpm.  The  test  container  is 
placed  on  the  platform  but  is  not  fastened  to  it.  During 
each  cycle  there  is  an  Impact  between  the  package  and  the 
platform  and  between  the  package  and  a  barrier  at  one  edge 
of  the  platform. 

Platform  dimensions  -  3  x  3  ft. 

Load  capacity  -  1000  lb. 
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Fig.  38.  LAB  Package  Drop  Test  Device 
This  device  supports  a  package  at  a  set  level  above  the 
floor.  Upon  pressing  a  trigger  the  support  Is  quickly  removed 
by  spring  action^  allowing  the  package  to  drop  on  the  floor  in 
approximately  its  original  orientation.  A  eteel  rough 
handling  plate  is  set  in  the  floor. 

Drop  height  -  12-48  in. 

Load  capacity  -  I50  lb. 

Large  crates  are  hung  from  a  crane  and  dropped  on  the  rough 
handling  plate. 


Fig.  39.  NOL  Leak  Test  Vessel 
Shipping  containers  are  tested  for  leaks  by  immersing 
them  in  water  inside  this  vessel,  evacuating  the  air  from 
the  space  above  the  water  and  watching  for  bubbles.  The 
vessel  is  evacuated  by  means  of  a  converted  steam  ejector. 
Inside  dimensions  of  vessel  -  30  1/2  x  30  1/2  x  40  1/2. 
Operating  range  for  vacuum  -  0-20  in.  mercury  below 
atmospheric  pressure. 
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Chapter  7 
PRESSURE 

SIMULATION  OF  DEPTH  AND  ALTITUDE 

The  pressure  facilities  are  for  the  purpose  of  simulating 
depth  In  water  or  altitude  in  air.  Some  of  the  chambers 
described  under  Temperature  and  Humidity  also  simulate  altitude. 
Visual  observation  may  be  maintained  by  means  of  windows  In 
some  vessels  and  by  a  closed  link  television  system  In  the 
largest.  Where  it  is  necessary  to  control  tenqperature  during 
a  pressure  test,  provision  Is  made  for  conditioning  the  water 
In  advance  in  some  vessels.  Small  vessels  may  be  placed  In  a 
tenqperature  chamber  for  conditioning.  Frequently  the  specimen 
is  temperature  conditioned  separately  then  quickly  mounted  In 
the  vessel  and  subjected  to  pressure.  Wires  may  be  brought 
through  stuffing  boxes  In  all  vessels  for  monitoring  actuation 
of  mechanisms,  pressure  switches,  etc.  The  facilities  shown 
are  the  most  noteworthy  and  Illustrate  the  pressure  test 
capabilities  of  the  Division.  Various  other  standard  test 
pots  are  not  shown. 


Pig.  40.  NOL  8-x-30-ft  Horizontal  Pressure  vessel 

This  vessel  is  unique  in  that  It  combines  large  size  with 
great  range  of  pressure,  versatility,  and  excellent  control. 

The  largest  mine  or  torpedo  can  easily  be  accommodated.  Means 
are  provided  for  automatically  programming  the  pressure  or 
simulating  altitude  to  produce  a  definite  function  of  depth 
with  time  as  In  ordnance  sinking  or  to  maintain  constant  depth. 
After  the  vessel  is  filled  with  water  either  water  or  conqiressed 
air  may  be  used  as  the  control  medium.  The  controls  will 
automatically  maintain  the  progi'ammed  pressure  even  with  volume 
change  of  the  specimen  or  emission  of  gas  by  the  specimen. 

For  altitude  simulation  the  controls  will  provide  a  definite 
function  of  altitude  change  with  time.  The  water  may  be 
preheated  or  precooled  in  the  Sea  Water  Tank  and  punned  Into 
the  vessel .  The  door  of  the  vessel  is  raised  or  lowered  by  means 
of  a  hydraulic  ram  and  Is  sealed  by  rectangular  rubber  gaskets. 
Hydrostatic  pressure  is  applied  to  the  back  of  the  gasket  to 
effect  a  preliminary  seal.  The  gasket  is  then  self -sealing  under 
pleasure  subsequently  built  up  In  the  vessel. 

Internal  dimensions  -  100  In.  diameter  by  382  In.  length 

(90  X  360  In.  unobstructed) 

Capacity  -  14,900  gal  • 

Medium  -  water  or  air 
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Pressure  range  -  O-1250  pel  (0-2800  ft  equivalent  depth) 

Max.  rate  of  Increase  in  pressure  -  30  psl/sec  by  puiqplng 

water 


Altitude  range  -  0-120,000  ft 

Max.  rate  of  change  of  altitude  -  5000  ft/mln 

Range  of  controlled  Initial  temperature  of  water  -  30*-90*P 

Observation  -  Visual  through  windows  of  5  1/^  In.  viewing 
diameter,  or  closed-link  television  with 
Internal  camera.  Elevation  and  pan  of 
camera  are  controllable  from  outside  by 
flexible  shafts.  Intexmal  underwater  lights 
of  13.5  KW  power  are  available. 

Communication  -  seven  stuffing  boxes  for  3/8-ln.  cable 

Entrances  -  five  12 -In.  ASA  9OO  pel  flanges  for 
miscellaneous  entrances 

Reports  -  NAVORD  REPORTS  3586  and  3924 

Manufacturer  of  facility  -  vessel,  Babcock  and  Wilcox  Co. 

door,  Adamson  United  Co. 

Location  -  Assembly  area.  Bldg  20 


Pig.  4l .  Vertical  Pressure  Vessel 

This  is  a  medium-size  cylindrical  vessel  with  axis 
vertical.  An  overhead  crane  facilitates  handling  the  lid  and 
specimen . 

Internal  dimensions  -  30  in.  diameter  by  108  In.  length 

(27  1/2  by  93  In.  unobstructed) 

Medium  -  water  or  air 
Max.  pressure  -  1290  psl 

Controls  -  usually  manual  pressure  controls  are  used  but 
the  automatic  controls  of  the  8  x  30  ft 
horizontal  vessel  may  be  connected . 
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FIG.  41 
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Communication  -  five  stuffing  boxss  for  3/8  In.  dla  cablt 

Manufacturer  -  vessel,  Babcock  and  Wilcox  Co. 

cap,  Adamson  United  Co. 

Location  -  Assembly  Area,  Bldg.  20 


Fig.  42.  NOL  Rotating  Vessels 

These  are  small  cylindrical  vessels  mounted  on  trunnions 
and  equipped  with  locking  lids  of  the  bayonet  type.  The 
specimen  Is  usually  mounted  on  either  side  of  a  baseplate 
which  Is  bolted  to  the  bottom  of  the  lid .  An  aperture  In  the 
lid  permits  specimens  to  be  moimted  on  top  of  the  baseplate 
or  to  extend  through  It.  The  vessels  are  filled  partially 
or  completely  with  water  before  a  test.  A  simulation  of  the 
sinking  of  ordnance  to  a  definite  depth  In  water  may  be 
obtained  by  simultaneously  rotating  the  pot  to  bring  the 
specimen  In  contact  with  the  water  and  pressurizing  the  vessel 
with  air.  The  vessels  are  rotated  by  means  of  remotely 
controlled  positioning  motors.  The  water  and  specimen  may  be 
separately  temperature  conditioned  In  advance. 

Inside  dlaa  -  9  in. 

Inside  length  -  28  1/2  In. 

Max.  dlam  of  baseplate  aperture  -  6  in. 

Max.  working  pressure  -  2000  psl 

Temperature  range  in  vessel  -  28-90*P 

Location:  20-126 
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Fig.  43.  NOL  Weapon  A  Vessel 
This  small  high-pressure  vessel  was  constructed  as  a 
test  facility  for  a  particular  weapon  but  Is.  now  extensively 
used  as  a  portable  pressure  test  facility.  The  pressure  medium 
may  be  water  or  air.  A  special  dolly  Is  available  for 
transporting  the  vessel. 

Inside  dimensions  -  15  In.  dlam  by  60  in.  long 
Max.  working  pressure  -  4000  psl 

Fig.  44.  NOL  Ocean  Plow  Simulator 
By  means  of  this  device  artlflcal  sea  water  at  controlled 
temperature  and  pressure  is  circulated  at  a  controlled  velocity 
past  stations  where  test  mechanisms  are  installed .  Some  mine 
mechanisms  such  as  clock  starters  and  extenders  utilize  soluble 
washers.  A  satisfactory  simulation  of  ocean  environment  may 
require  that  the  dissolved  material  from  these  washers  be 
carried  away  as  by  ocean  currents . 

Max.  working  pressure  -  67  psl 
Max.  velocity  of  flow  -  7  knots 
Temperature  range  -  32-lOO*F 
No .  test  stations  -  6 
Location  -  20-045 
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REFRIGERATION  UNIT 


NOLTR  62-30 


Fig.  43.  NOL  Uhd«rwatdr  Explosion  (UWX)  Machine 
Simulates  by  mechanical  meeuis,  shock  experienced  by 
underwater  ordnance  as  a  result  of  an  underwater  explosion. 

Test  Item  Is  placed  In  a  vertical  water-filled  tube  pressurized 
to  simulate  depth.  Simulation  of  pressure  wave  and  bubble 
pulse  Is  effected  by  piston-actuated  heunners  at  the  bottom 
and  at  the  top  respectively.  The  maximum  shock  wave  which 
can  be  produced  Is  equivalent  to  that  from  a  detonation  of 
300  lb  of  high  explosive  at  a  distance  of  30  ft. 

Max.  dla  of  test  specimen  -  12  In. 

Max.  static  pressure  -  1000  psl  (2230  ft  depth) 

Max.  shock  wave  pressure  -  4000  psl 

Controlled  parameters  -  depth,  peak  pressure,  duration 

and  rate  of  decay  of  pressure  wave 

Location  -  Room  20-126 
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FIG.  45 
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Pig.  Digital  Prasaura  Raadout  and  Recording  Syatam 
By  maans  of  this  Inatrumantatlon  a  varying  prasaura  aiay 
be  eontlnuoualy  dlaplayad  on  a  countar  and  printed  on  a  papar 
tape.  Tha  ayatam  anqploya  commarclal  component  a.  Three  rangaa 
of  preaaura  may  ba  uaad,  0-23*  O-1300,  and  O-2300  pal  differential. 
Raadout  may  ba  made  directly  In  any  daalred  unit  of  praaaure 
by  the  uae  of  a  converalon  factor.  Aa  many  aa  five  raadlnga 
per  aecond  may  be  taken  and  an  accuracy  of  O.03  percent  at 
the  maximum  pz*aa8iu:*e  la  obtainable. 

Location  -  20-126 
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LEAK  DETECTION 


The  detection  of  leaks  In  cases,  housings,  enclosures, 
and  seals  In  general  is  a  function  of  the  Pressure  Group.  The 
methods  used  are  non -destructive  and  fall  Into  two  classes. 

In  one  class  a  trace  gas,  either  Freon  or  helium.  Is  Introduced 
at  one  side  of  the  seal  or  closuz^e,  a  pressure  difference  le 
created  across  the  seal  and  any  leakage  of  the  trace  gas 
through  the  seal  Is  detected  by  sensitive  electronic  means. 

This  Is  the  most  sensitive  method.  It  is  relatively  Inexpensive 
and  can  be  performed  throughout  a  wide  range  of  temperatures. 

In  the  other  class  the  external  air  pressure  Is  reduced 
below  the  internal,  or  the  Internal  Increased  above  the 
external,  the  container  is  Immersed  In  water  and  leaks  az*e 
detected  by  observing  bubbles.  Under  this  method,  weapon 
cases  are  sometimes  pressurized  to  about  13  psl,  then  held 
under  water  In  the  Ocean  Water  Immersion  Tank  to  detect  bubbles . 

Leakage  Is  usually  determined  In  the  course  of  making 
hydrostatic  pressure  tests  of  ordnance.  The  presence  of 
water  inside  a  mine  case  can  be  detected  by  electrical 
conduction  through  a  medium  such  as  blotting  paper  which  absorbs 
and  retains  water. 


Pig.  47.  Consolidated  Leak  Tester  Model  24-lOlA 

This  facility  is  a  simplified  mass  spectrometer  sensitive 
to  minute  traces  of  helium.  In  operation,  a  pressure  dlffez*ence 
is  set  up  across  the  closure  or  seal .  The  location  of  the 
leak  can  be  determined  by  moving  a  probe  around  the  seal .  A 
quantitative  determination  of  the  total  rate  of  leakage  can  be 
made  If  the  concentration  of  helium  Inside  the  closure  is  known. 
In  this  case  the  specimen  is  usually  planed  In  a  bell  Jar 
which  Is  evacuated.  The  amount  of  helium  leaking  Into  the 
vacuum  over  a  period  of  time  is  measured.  If  the  gas  Inside 
a  specimen  is  pure  helium  a  total  leak  rate  as  low  as 
1  X  10-*  to  6  X  10"*  std  cc/sec  can  be  measuz*ed. 

Location  -  20-158 
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FIG.  47 
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Pig.  46.  General  Electric  Halogen  Leak  Detector  Type  4 

Freon  12  la  the  trace  gaa  used  with  this  detector.  The 
equipment  la  portable  and  leaks  can  be  detected  by  either  the 
probing  or  the  total  leak  rate  method.  A  leakage  rate  as 
low  as  about  1  x  10***  std  cc/sec  can  be  measured. 

Location  20-033- 
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Fig.  49.  NOL  PresBure/Vacuum  Bubble  Leak  Tester 

This  device  consists  of  a  glass  beii  jar  with  a  plexlglas 
cap  and  a  safety  shield  of  the  same  material.  The  Jar  Is  partly 
filled  with  water.  A  test  specimen  of  a  small  enclosure  or 
case  Is  attached  to  a  rack,  the  elevation  of  which  Is  adjustable 
from  the  outside .  Usually  the  specimen  Is  pressurized  In  the 
air  space  above  the  water  at  10  pal,  then  Immersed  In  the  water 
and  the  space  above  the  water  Is  Immediately  evacuated. 

Bubbles  indicate  leaks .  The  test  is  non-destructive  because 
water  does  not  penetrate  the  seal.  Leakage  at  a  rate  as  low 
as  1  X  10"*  std  cc/sec  can  be  detected  within  a  practical 
observation  period.  Another  bubble  leak  tester  used  for 
packaging  Is  shown  In  Figure  39. 

Inside  dlsfloeter  -  13  in. 

Location  -  20-033 
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